Aberrant placement of a Kimray-Greenfield filter in the right atrium: percutaneous retrieval.
A Kimray-Greenfield filter was inadvertently placed in the right atrium of a patient with multiple pulmonary emboli. A percutaneous technique with the use of a chest tube and basket catheter was performed to retrieve and remove the filter.